Glaucoma, a group of diseases that lead to optic neuropathy, is one of the most common reasons for blindness worldwide. Glaucoma rarely causes symptoms until the later stages of the disease. Early detection of glaucoma is very important to prevent visual loss since optic nerve damages cannot be reversed. To detect glaucoma, purely data-driven techniques have advantages, especially when the disease characteristics are complex and when precise image-based measurements are difficult to obtain. In this paper, we present our preliminary study for glaucoma detection using an automatic method based on local texture features extracted from fundus photographs. It implements the completed modeling of Local Binary Patterns to capture representative texture features from the whole image. A local region is represented by three operators: its central pixel (LBPC) and its local differences as two complementary components, the sign (which is the classical LBP) and the magnitude (LBPM). An image texture is finally described by both the distribution of LBP and the joint-distribution of LBPM and LBPC. Our images are then classified using a nearest-neighbor method with a leave-one-out validation strategy. On a sample set of 41 fundus images (13 glaucomatous, 28 non-glaucomatous), our method achieves 95.1% success rate with a specificity of 92.3% and a sensitivity of 96.4%. This study proposes a reproducible glaucoma detection process that could be used in a low-priced medical screening, thus avoiding the inter-experts variability issue.
INTRODUCTION
Glaucoma, a group of diseases that lead to optic neuropathy, is one of the most common reasons for blindness worldwide. Glaucoma rarely causes symptoms until the later stages of the disease, and epidemiology surveys in North America and Europe have shown that approximately 50% of cases are undetected. 1 Early detection and prevention is the only way to treat glaucoma and avoid total loss of vision since the optic nerve damages from glaucoma cannot be reversed. Doctors diagnose glaucoma based on several factors: the patient's family history, intraocular pressure, central corneal thickness, appearance of the anterior chamber angle, optic nerve appearance, optic nerve structure including the nerve fiber layer, and optic nerve function. Currently, a diagnosis can't be made based on a single finding. For example, high intraocular pressure is a primary thing to look for to detect glaucoma, and yet a third of glaucoma patients have normal eye pressure. 2 Most glaucoma tests are very time consuming and also need glaucoma experts and diagnosis equipment. Therefore, new automatic techniques to diagnose glaucoma at early stages are needed with both accuracy and speed.
There are several obstacles to automate glaucoma diagnosis. 2 First of all, there is no expert consensus for early glaucoma symptoms and the gold standard in diagnosis still relies on expert decision based on fundus images. Another issue is the non-uniformity of the optic disk anatomy combined with the highly variable damages induced by the disease on optic nerves that increase the diagnosis complexity. Glaucomatous and normal eyes have a very close appearance making a definitive diagnosis very difficult to pronounce.
Imaging systems, such as color fundus camera, optical coherence tomography (OCT), Heidelberg retina tomography (HRT) and scanning laser polarimetry, have been extensively used for eye diagnosis. HRT, and OCT can show retina nerve fiber damage even before any loss of vision. However, those equipment are very expensive. Digital fundus photographs show information similar to what ophthalmologists see using their ophthalmoscope; the Heidelberg Retina Tomograph produces reflectance and topographic images of the retinal surface using confocal laser scanning; Optical Coherence Tomography captures 3D information about the different cell/tissue layers of the retina. According to a study, 3 these devices perform no better than fundus ONHPs (Optic Nerve Head Photographs) to distinguish normal eyes from those with early to moderate glaucoma. Hence fundus cameras can be considered as an appropriate device to be used since it is a low priced imaging device that is widely available and commonly applied for basic eye examinations.
Various techniques in glaucoma detection using fundus photographs have been proposed in the literature. [4] [5] [6] [7] [8] [9] [10] Some of them are based on image segmentation of the optic disk structure, usually for cup/disc ratio (CDR) measurement. 4, 10 The drawback of segmentation-based techniques is that small errors in localization may lead to significant errors in the measurements and consequently in the diagnosis. Besides, a measurement of CDR alone is insufficient and may be misleading as small discs will have smaller cups and hence a smaller CDR. 11 Other methods use texture analysis to detect retinal nerve fiber layer defects, targeting a single symptom of the disease. 5, [7] [8] [9] In addition, an appearance-based pattern-recognition approach was proposed to generate glaucoma risk index. 6 All the existing methods use several complex preprocessing steps to remove the variations which are not related to the disease like illumination correction or histogram equalization. Also blood vessels are removed although they are affected by glaucoma: the location of the vessels changes due to the dying and vanishing of tissue structure. Thus they should be taken into consideration for diagnosis.
Purely data-driven techniques have advantages, especially when the disease characteristics are complex and when precise image-based measurements are difficult to obtain. 2 In this paper, we present a preliminary study of glaucoma detection based on texture analysis using Local Binary Patterns (LBP). It uses the information from the whole image without targeting any specific symptoms. Every local region is represented by three operators: its central pixel (LBPC) and its local differences as two complementary components, the sign (which is tha classical LBP) and the magnitude (LBPM). The discriminative textural information is then captured by both the distribution of LBP and the joint-distribution of LBPM and LBPC.
METHOD
Red-free fundus images improve the contrast of retina structures, such as blood vessels and retinal nerve fiber layer. Hence, in our study, we use the mean of green and blue channels, Figure. 1. The texture information is captured using features based on Local Binary Patterns. Figure. 2 shows the framework of the proposed method. In the following sections, we present, in one hand a brief review of LBP and its complete modeling followed by parameters discussion, and in the other hand the method used for classification. colored glaucomatous image mean of green and blue channels Figure 1 . Example of a colored glaucomatous image and its mean of green and blue channels. This figure shows the improvement in the retina structures contrast using the red free image.
Local Binary Pattern
The local binary pattern operator, proposed by Ojala et al., 12 is a simple and powerful gray-scale invariant method of analyzing textures. 13, 14 This operator combines characteristics of statistical and structural texture analysis: it describes the texture with micro-primitives and their statistical placement rules.
[Image resize ) Given a central pixel in the image, a pattern number is computed by comparing its value with those of its circular neighborhood:
where g c is the central pixel gray level value and g p is the one of the p th neighbor, P is the number of neighbors and R the neighborhood radius. When the coordinates of g c are (0, 0), the coordinates of g p are given by (Rcos(2πp/P, Rsin(2πp/P )). Suppose the texture image is of size N × M pixels. After identifying the LBP pattern of each pixel (i, j), the whole texture image is represented by a histogram of LBPs:
where K is the maximal LBP pattern value. The number of possible local patterns K increases rapidly when the number of the considered neighbors P grows. For example with 16 neighbors, the size of the histogram would be 2 16 bins, which is impractical. To get over this problem, Mäenpää et al.
14 had shown that texture information is mostly contained in patterns which have at most two binary transitions in the circular representation, called uniform patterns. These uniform LBPs reduce the feature dimension from 2 P to P (P − 1) + 3 and retains most of the image information.
Completed Modeling of LBP
A completed modeling of LBP was proposed by Guo et al. 15 to expand the conventional LBP with both the magnitude component (LBPM), defined in Equation 4 , and the central pixel intensity (LBPC), see Equation 5 :
where T is a threshold set to the mean value of (g p − g c ) from the whole image and T I is the average gray level of the whole image. The three operators are encoded using the same binarization strategy to allow them to be merged.
The image features we use are the distribution of the LBP and the joint distribution of both LBPM and LBPC. We observed that this combination is the most discriminant among all the possible combinations of these three operators. 
LBP Parameters
In order to measure the texture at the most discriminative scale for glaucoma detection, three dependent parameters have to be properly set:
The number of neighbors P : The LBP operator use P neighbors and compare their gray levels with the one of the central pixel, reflecting the intensity gradient on different directions. Besides, the number of neighbors decides the histogram dimension.
The neighborhood radius R: This radius decides the distance between the central pixel and the neighbors to be considered. We have to choose the distance that accurately describe the gray level changes caused by the glaucoma.
The image resolution:
The resolution affects the image gradient, since the same image at different resolutions gives different gradient magnitudes. Thus, the resolution radically decides the gradient of the whole image along with the scale of the measured information.
In this study, we empirically choose the parameter values and the best results are obtained with P = 8, R = 1 and with image resolution reduced to 225 × 225.
Classification
In order to mitigate the limited size of our database, we use the leave-one-out validation method with a k-nearest neighbor classification. The k-nearest neighbor algorithm is amongst the simplest of all machine learning algorithms: an object is classified by a majority vote of its neighbors, with the object being assigned to the class most common amongst its k nearest neighbors. If k = 1, then the object is simply assigned to the class of that single nearest neighbor.
The inter-feature distance is measured with the Hellinger f-divergence metric. For two discrete probability distributions P = (p 1 . . . p k ) and Q = (q 1 . . . q k ), their Hellinger distance is defined as:
RESULTS
The images we used for validation are collected from both a public database and a private set from the DIAGNOS company * . The public database † contains 30 images of non glaucomatous patients (15 healthy and 15 with diabetic retinopathy), and 15 images of glaucomatous patients of high resolution. DIAGNOS database contains 9 glaucomatous images and 22 images of healthy patients taken by different cameras with both resolution and illumination variability. To avoid the inclusion of both eyes from the same patient, only images of left eyes were employed in this study, although our method can be applied to images of right eyes without any modifications. The final database includes 13 glaucoma images and 28 non glaucomatous images. Figure. 3 shows samples of this database.
Tabel 1 shows our experiments results on our database using the combination of the classical LBP histogram with the joint histogram of magnitude and center. Our method achieves 95.1% success rate with a specificity of 92.3% and a sensitivity of 96.4%. It points out the efficiency of the completed model of the LBP for the diagnosis of glaucoma. It is also interesting to note that all the diabetic retinopathy images are correctly classified as non-glaucomatous, emphasizing the descriptor robustness to the widespread diabetic retinopathy.
We present the misclassified images in Figure. 4 with their nearest neighbor images. We can see the high similarity of these images. It is also interesting to note that it is the same healthy image who cause the misclassification.
Healthy Diabetic Retinopathy
Glaucomatous Glaucomatous Figure 3 . Samples from our database: non-Glaucomatous images in the first row and Glaucomatous images in the second row. This figure shows the strong visual overlap between healthy and glaucoma fundus and the distortions induced by the diabetic retinopathy. 
DISCUSSION AND CONCLUSION
In this paper, we present an automatic method for glaucoma detection based on textural features. In contrast to the previous work, this method does not require manual assistance, complex preprocessing (such as illumination correction), morphological operations nor segmentation. It implements the completed modeling of Local Binary Patterns to capture representative texture features from the whole red-free image. These features have many attractive properties: Invariant to monotonic gray-scale variations, low complexity, few parameters to be fixed before the feature extraction and satisfactory discriminating power. Robustness in the varying imaging and lighting conditions in addition to the very fast feature extraction are also important in this application. It is also not based on the detection of any specific disease symptom. In addition, this method is robust to the presence of diabetic retinopathy.
In the present paper, we set the relevant LBP parameters empirically. However, such tests might be constrained by the database and thus lack of generalization ability. Future work will include an automatic system to determine the optimal value of these parameters, as well as perform an extensive validation to assess its reliability in clinical screening.
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